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A temporary threshold shift (TTS) has been demonstrated in the electrically evoked middle 
latency response (EMLR) following exposure to moderate levels of continuous electrical 
stimulation via a cochlear implant. The threshold at which the EMLR was elicited in chron- 
ically implanted guinea pigs was elevated by approximately 100% following 30 minutes of 
moderate intensity (200 FA or more) sinusoidal electrical stimulation of the cochlea. 
Results obtained under anesthesia varied unacceptably. In awake animals, EMLR thresh- 
olds were stable over time and consistant TTSs were observed. The threshold returned to 
prestimulation levels within 4 hours following termination of the stimulation. The possi- 
bility of histopathologic changes and the relevance of these findings in setting safe output 
levels for cochlear implant processors are discussed. AM J OTOLARYNGOL 11:251-255. 0 
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Due to the importance of defining and reducing 
the risks associated with cochlear implantation 
and stimulation in humans, considerable research 
has been directed toward developing measures to 
detect harmful changes. Following damage to the 
eighth nerve in animals, changes in the evoked 
responsiveness of the auditory system have been 
reported after acute and chronic electrical 
stimulation.‘-4 In these studies, temporary and 
permanent threshold shifts in the electrically 
evoked acoustic brainstem response (EABR) have 
been used as a means of measuring results from 
intense electrical or acoustic stimulation of the 
cochlea. This measurement has also been related 
to cochlear pathology in pharmacologically dam- 
aged guinea pig cochleaesP6 and in cat cochleae 
damaged by either pharmacologic or mechanical 
trauma.‘*7’6 
Despite the potential utility of the EABR to eval- 
uate the auditory system, there are some draw- 
backs inherent in its use. In studies of the cochlear 
prosthesis, its sensitivity to electrical artifact is a 
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major disadvantage. Because it includes short la- 
tency components of the auditory system’s 
evoked response (a desirable feature for studies of 
the auditory periphery, including the eighth nerve 
and brainstem), it is also affected by the artifacts 
associated with electrical stimulation. In acute an- 
imal studies in which time is available for the 
manipulation of reference and grounding elec- 
trodes, this problem can usually be overcome. 
Chronic preparations and humans present greater 
difficulties; however, with special care, the EABR 
can be used as a reliable indicator of system 
responsiveness.g*‘O 
The middle latency response (MLR) may pro- 
vide an alternative measure. Its longer latency 
waveforms are less susceptible to electrical stim- 
ulus artifact and permit the use of longer, more 
effective pulse durations than are possible with 
the EABR.l’ Moreover, the acoustic MLR has been 
demonstrated to be more closely related to behav- 
ioral thresholds than is the ABR,l’ and the thresh- 
old for an electrically evoked middle latency re- 
sponse (EMLR) has been shown to match closely 
electrically elicited behavioral thresholds.‘“~l’ 
The MLR has been described in humans as well 
as in several animal models.“*‘3 In the guinea pig, 
it is a triphasic response that occurs from 10 to 50 
msec following acoustic or electric stimulation of 
the cochlea.‘4-17 The generator site appears to be 
the temporal lobes, bilaterally, in humans’**1g and 
the contralateral auditory cortex in guinea pigs.15 
Dogs and monkeys show a hemispheric distribu- 
252 EFFECT OF ELECTRICAL STIMULATION ON MLR 
tion lying between that of guinea pigs and hu- 
mans, with the monkey more similar to humans 
and the dog MLR more similar to the guinea pig.13 
Like the EABR, the EMLR has been related to 
eighth nerve degeneration. Jyung et al” found the 
slope of the EMLR input/output (I/O) function to 
correspond to the number of surviving spiral gan- 
glion cells; however, spiral ganglion cell loss was 
not associated with a threshold change in the 
EMLR. 
In this experiment, the effects of short-term, 
moderately intense electrical cochlear stimulation 
on the EMLR of guinea pigs were evaluated. We 
hypothesized that, like the EABR, this measure- 
ment would show a temporary threshold shift 
(TTS)3 that would recover over time to prestimu- 
lation values. The threshold for obtaining the 
MLR was measured, as was the amplitude and la- 
tency of MLR wave components after continuous 
sinusoidal electric stimulation at various levels. 
MATERIALS AND METHODS 
Pigmented guinea pigs with intact hair cells, weigh- 
ing 250 to 400 g each, underwent aseptic surgery under 
ketamine and xylazine general anesthesia. Two epidu- 
ral stainless steel recording screws were self-tapped 
into holes drilled in the cranium. The active electrode 
was placed over the auditory cortex 1 cm lateral to the 
bregma, while a reference electrode was placed 2 cm 
anterior to the bregma. ‘**I5 The round window contra- 
lateral to the implanted auditory cortex was then ex- 
posed by opening the mastoid bulla through a postau- 
ricular incision and a platinum-iridium ball electrode, 
0.25 mm in diameter, was positioned onto the round 
window membrane. A reference electrode was placed 
through a hole drilled in the adjacent bulla wall, and a 
5-mm noninsulated portion placed well in contact with 
the mucosa lining the bulla. Both of these electrodes, 
fastened to a two-pin socket, were secured to the vertex 
with self-tapping stainless steel screws and dental 
acrylic. An additional screw, to be used as a stabilizing 
device during recording sessions, was inverted and 
mounted on the skull with dental acrylic. 
Sixteen animals were used in acute experiments, pri- 
marily to determine the optimal position of recording 
electrodes and the parameters of stimulation producing 
a threshold shift. These studies were performed under 
general anesthesia. An additional eight animals were 
used for recording unanesthetized responses in chronic 
preparations. Stimuli were 400 psec biphasic (200 
Fsec/phase) charge-balanced square waves, presented 
at a rate of 5lsec by an isolated constant current stimu- 
lator. A needle in the neck muscle served as a ground 
electrode. Recorded signals were amplified 10,000 
times by a Grass P15 preamplifier with filters at 3 Hz to 
3 kHz and a second stage broadband amplifier (con- 
structed in-house). Two hundred samples of 80 msec of 
neural response following stimulation were averaged 
using an MI2 (Modular Instruments, Southeastern, PA) 
signal processor. In these subjects, threshold determi- 
nations were made and I/O functions were obtained. 
Threshold measures were based on visual detection. 
The intensity of electrical stimuli was presented in a 
counter-balanced fashion from threshold up to 800 PA 
to obtain the I/O functions. From these values, ampli- 
tude-intensity and latency-intensity functions were de- 
rived. Amplitude measurements were made by evalu- 
ating peak-to-peak response between waves A-B, and 
B-C. Latency measurements were made from stimulus 
onset to the peaks of waves A, B, and C. 
In the acute study, threshold and I/O functions were 
measured immediately following implantation. Follow- 
ing these baseline measurements, a l,OOO-Hz constant 
sinusoidal current of 200, 250, or 300 pA (RMS) was 
delivered to the cochlea for 30 minutes. Repeat thresh- 
old and I/O functions were then measured at 2, 10, and 
30 minutes and at 1, 2, and 4 hours after stimulation. A 
measurement was taken 24 hours after stimulation if 
complete recovery was not seen by 4 hours poststimu- 
lation. The chronic animal protocol varied from the 
protocol for acute animals in that, after surgical implan- 
tation, the animal was allowed to recover for at least 24 
hours before initial measurements were made. These 
and all subsequent measurements in the chronic ani- 
mals were taken with the animal awake and gently re- 
strained. 
RESULTS 
Acute Study. The acute experiments demon- 
strated optimal recording sites over the contralat- 
era1 auditory cortex. They also displayed signifi- 
cant changes in sensitivity of the response with 
small changes in recording sites. These findings 
for electrical stimulation were similar to the ob- 
servations of Burton et a116*17 and Kraus et alI5 for 
acoustical stimulation. In these acute prepara- 
tions, moderately intense stimulation for 30 min- 
utes was found to elevate the threshold of the 
EMLR in a reversible manner, thus producing a 
TTS. The threshold for EMLR-TTS was three to 
five times above the prestimulation threshold for 
eliciting an EMLR. However, in these studies, 
both the EMLR and EMLR-TTS effect were quite 
variable, largely due to the use of general anesthe- 
sia. Both amplitude and latency were affected by 
the anesthesia. The general pattern consisted of an 
initial amplitude depression followed by an in- 
creased slope of the I/O function as the animal 
recovered from anesthesia. These effects of anes- 
thesia on the EMLR have been reported by 
Crowther et a12’ While the EMLR threshold re- 
mained relatively stable during anesthesia, the 
marked changes in response amplitude made re- 
liable threshold measurement difficult and vari- 
able. Concern over the variability in this prepara- 
tion led to the development of the chronic prep- 
aration described above. 
Chronic Study. The observed EMLRs for dif- 
ferent intensities of stimulation is shown in Fig 1. 
In the individual chronic animal, the EMLR 
threshold was consistent over time, as was the 
amplitude and latency of the waveform. Thresh- 
olds varied from 30 to 100 p.A across animals, 
presumably based on the positioning of recording 
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Figure 1. Evoked middle latency responses from an optimal 
recording site at threshold (75 ~.LA) and suprathreshold values. 
and stimulating electrodes. Animals followed 
over several hours showed stable threshold, am- 
plitude, and latency functions. Specifically, mea- 
surements made throughout the period required 
for the experimental stimulation session demon- 
strated that EMLRs remained stable in the absence 
of stimulation and that responses measured in the 
same animals at daily or weekly intervals were 
consistent. Figure 2 illustrates threshold observa- 
tion. 
Continuous sinusoidal stimulation for 30 min- 
utes at each of the levels tested (200, 250, and 300 
PA) yielded an elevation in the EMLR threshold. 
With all levels of stimulation, however, thresh- 
olds recovered to prestimulation levels by 4 
hours. Figures 3 through 5 demonstrate the mean 
EMLR thresholds before and up to 2 hours after 
stimulation. As can be seen in each group, there 
was a significant threshold shift with recovery to 
near prestimulation level by the end of 2 hours. 
The mean percent of threshold shift immediately 
poststimulation (Fig 6) was 188% of the initial 
value after 200 FA, 204% after 250 PA, and 223% 
of the initial threshold after 300 PA sinusoidal 
stimulation. While a trend relating stimulus in- 
tensity to the amount of threshold shift and recov- 
ery was observed, a regression analysis revealed 
an insignificant correlation between the stimulus 
Figure 2. Evoked middle latency response thresholds show 
consistency over time in three animals without sinusoidal 
electrical stimulation. 
Figure 3. Mean threshold values (23 observations in five an- 
imals] before and after 30 minutes of 200 PA sinusoidal elec- 
trical stimulation. 
level and the degree of initial threshold shift; in 
addition, no significant relationship was observed 
between the rate or degree of recovery and the 
level of sinusoidal stimulation. 
Examples of I/O functions generated before and 
after 200 and 300 PA stimulation, based on the 
A-B peak-to-peak amplitude, are shown in Fig 7. 
A significant initial depression of amplitude is 
followed by recovery to near prestimulation levels 
by 2 hours. Of the eight animals studied, two 
showed no significant change in amplitude and, 
in one, a significant artifact prevented a meaning- 
ful measurement of amplitudes. The variability 
across animals for I/O amplitude functions was 
significant. In contrast, functions were stable in 
control trials in which repeat I/O measurements 
were made without stimulation, demonstrating no 
significant change in A-B amplitude or latency. 
DISCUSSION 
This study described methods for measuring 
chronic EMLRs in the guinea pig. A restraining 
bolt fixed to the head of the animal and the use of 
a specially designed restraining device permitted 






Figure 4. Mean threshold values (12 observations in three 
animals) before and after 30 minutes of 250 +A sinusoidal 
stimulation. 
Time (hours) 
Figure 5. Mean threshold values (19 observations in three 
animals) before and after 30 minutes of 300 PA sinusoidal 
stimulation. 
the awake guinea pig with little apparent discom- 
fort to the animal, It also demonstrated that a TTS 
occurs in the threshold of the EMLR following 
moderately high-intensity stimulation. Analysis 
of the EMLR-TTS was possible only in the chronic 
preparation because, in the acute preparation, 
there was variability in response characteristics 
caused by general anesthesia. However, the basic 
effect was clear in both preparations. 
The TTS we observed in the EMLR of the guinea 
pig after 1,000 Hz sinusoidal electric stimulation 
of the Scala tympani at current levels of 200 to 300 
~J,A is similar to that demonstrated in an earlier 
study in the EABR of the guinea pig following 
electrical stimulation.3 In that study, sinusoidal 
stimulation at 100, 200, or 300 PA was delivered 
repeatedly to the promontory, the round window, 
or the Scala tympani. Threshold elevations recov- 
ered to baseline threshold levels following each 
stimulus. A temporary increase in the latency of 
the EABR was associated with a depression of 
EABR amplitude. A variation in the percent 
change in threshold according to site of stimula- 
tion was observed with the greatest change noted 
at the Scala tympani and the least change noted 
with promontory stimulation. 




Figure 6. Mean temporary threshold shifts of 188% after 200 
(LA (N = 23),2040/, after 250 PA (N = 12), and 223% after 300 
&A (N = 19) sinusoidal stimulation are seen. 
EFFECT OF ELECTRICAL STIMULATION ON MLR 
licated in our EMLR study. We also noted a sta- 
tistically insignificant trend linking increased 
slope of the I/O amplitude function with the 
EMLR-TTS. Initial values were recorded 2 min- 
utes after the cessation of stimulation in accord- 
ance with the convention of typical acoustic TTS 
studies. Theoretically, this would bypass any 
early artifactual changes caused by a change in the 
animals’ state of arousal or movement. Threshold 
and I/O functions were repeatedly measured over 
the first 2 to 10 minutes. The stability and consis- 
tent course of recovery demonstrate that early 
threshold shifts are reproducible and that the 
slope of early I/O functions is not affected by the 
temporal order in which suprathreshold stimuli 
are presented. 
Ongoing studies will assess cochlear changes, 
although given the short-term reversible nature of 
these physiologic changes, we expect that the 
EMLR-TTS is not associated with histopathology. 
This work confirms that moderately high levels of 
stimulation influence the responsiveness of 
higher centers of the auditory system to electric 
stimulation. These changes in both the threshold 
and amplitude of the EMLR waveforms are revers- 
ible. The level at which they occur is below the 
threshold for electric stimulation-induced histo- 
pathology.2*3,22,23 These changes occur at a charge 
density of less than 20 &/cm2, well within the 
normal operating range of some prostheses.24 Lo- 
cal electrochemical changes at the electrode sur- 
face do not appear to be a likely component of the 
TTS, as impedance measured in several animals 
immediately following stimulation and in the 
presence of a TTS showed that they remain con- 
stant. Potential mechanisms underlying the 
EABR-TTS have been discussed by Miller et al3 
These considerations are equally relevant to the 
EMLR-TTS. It seems likely that metabolic factors 
contribute to this effect. 
The use of this information to predict changes 
in the central auditory system could be of value in 
setting the safe upper limit of processor outputs in 
subjects who are difficult to test for cochlear im- 
plantation (eg, children and prelingually deaf- 
ened adults). Intermediate experimental steps are 
required before this measure can be applied in 
humans, to relate changes in the EMLR to histo- 
logic change in the animal cochlea and to study 
the relationship of these EMLR-TTS to behavioral 
thresholds in animals. Finally, adult human sub- 
jects should be studied to assess shifts in behav- 
ioral and EMLR thresholds following moderately 
high levels of stimulation, which are within the 
limits of normal use. A systematic study of EABR- 
TTS characteristics may be appropriate if a 
threshold shift is identified. The data from such a 
program of studies may lead to a new and reliable 
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Figure 7. Representative I/O functions before and after 206 ~.LA (left) and 360 uA (right] sinusoidal stimulation. 
measure for setting safe output limits for cochlear 
implant processors. 
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